INTRODUCTION
Accurate thickness and volumetric analysis of the choroid using optical coherence tomography (OCT) requires precise visualization of the choroido-scleral interface. Recent advances in spectral-domain OCT (SD-OCT), such as signal enhancement with image averaging and enhanced depth imaging (EDI), enable improved visualization of the choroid allowing measurement of choroidal thickness in healthy and diseased states. [1] [2] [3] [4] [5] Image averaging involves acquiring multiple frames (B-scans) at the same retinal location that are then averaged together to increase the signalto-noise ratio. 2 EDI involves image averaging in conjunction with setting the choroid adjacent to the zerodelay position, the point of highest signal detection sensitivity on SD-OCT, allowing enhanced visualization of the choroido-scleral interface. 1 The choroido-scleral interface has been visualized to varying degrees using different SD-OCT systems and imaging techniques. Studies demonstrate that the Cirrus SD-OCT system (Carl Zeiss Meditec, Dublin, CA) and the Topcon SD-OCT system (Topcon Medical Systems, Paramus, NJ) without EDI provide accurate visualization of the choroido-scleral interface in approximately 65% to 75% of healthy and diseased eyes. 2, 5, 6 Recently, however, the largest study analyzing the choroid in healthy eyes used the Spectralis SD-OCT system (Heidelberg Engineering, Heidelberg, Germany) and showed successful visualization of the choroido-scleral interface for measurement of the subfoveal choroidal thickness in 93% of 3,468 healthy eyes using EDI. 7 With the advent of OCT devices that use longer wavelength, an improved visualization of choroidoscleral interface may be achieved. 8 This study aimed to determine whether a prototype long-wavelength swept-source OCT (SS-OCT) system that uses a wavelength of 1050 nm 9 can enhance the visualization of the choroido-scleral interface in healthy eyes.
DESIGN AND METHODS

Participants
Nineteen healthy participants (19 eyes) were prospectively recruited at the New England Eye Center, Boston, between September and November 2012 for consecutive high-defi nition (HD) raster scanning with and without EDI on Cirrus HD-OCT and a prototype SS-OCT system developed at the Massachusetts Institute of Technology and deployed at the New England Eye Center. All participants had a best corrected visual acuity of 20/20 or better and underwent fundus examination to exclude existing retinal or choroidal pathology. One 
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randomly selected eye from each participant was scanned consecutively on the two systems within 10 minutes. The order of image acquisition on the two OCT systems was random. This study was approved by the institutional review boards of Tufts Medical Center and the Massachusetts Institute of Technology and is adherent to the tenets of Declaration of Helsinki.
SS-OCT System and Scan Protocols
The SS-OCT system employed for this study 9 uses a light source with a wavelength-sweeping laser centered at 1050 nm, yielding a 5.3 μm axial resolution in tissue. It features an imaging speed of 100,000 A-scans/second, which is about 3.7 times faster than the Cirrus HD-OCT A-scan rate. The Cirrus performs imaging with light at 800 nm wavelength with a 5 μm axial resolution in tissue at an imaging speed of 27,000 A-scans/second.
The scan pattern employed on the Cirrus was a 6-mm scan acquired in 0.75 seconds, consisting of 1,000 A-scans/frame, with 20 frames averaging. All participants were scanned fi rst without the EDI function (Cirrus non-EDI), and then using the EDI function (Cirrus EDI). Only scans with an intensity of 6/10 or greater were analyzed. A scan pattern that replicated the pattern available on the Cirrus HD-OCT was created on SS-OCT to adequately compare the two systems, such that the time of image acquisition was kept constant on both systems. Thus, the scan pattern on SS-OCT was a 6-mm scan acquired in 0.75 seconds, consisting of 1,000 A-scans/frame, and 75 frames averaging. All images were obtained by a researcher (MA) trained in acquiring OCT images using the two systems and were taken as close to the fovea as possible to ensure that the same retinal location was scanned using the two systems. Two independent observers experienced in analyzing OCT images assessed all the scans for visualization of the choroido-scleral interface. When the choroidoscleral interface was clearly visualized throughout the 6-mm scan, it was labeled as being "visible" for accurate choroidal analysis. If it was visualized within the 4.5-mm region centered on the foveal center (75% of the 6-mm scan), it was still classifi ed as being visualized. Otherwise, it was labeled as being "not visible" for an accurate choroidal analysis.
FINDINGS
The mean age of the study participants was 29 years (23 to 41 years). Visualization of the choroidoscleral interface was achieved in all eyes imaged on SS-OCT (19/19, 100%) with both averaging of 75 frames (B-scans) as well as averaging of 20 frames (B-scans), when compared with 13/19 (68.4%) and 14/19 (73.6%) eyes imaged using Cirrus non-EDI (P = .009) and Cirrus EDI (P = .02), respectively ( Figures  1 and 2 ). There was a 100% agreement between the two independent observers for visualization of the choroido-scleral interface in all the images analyzed.
DISCUSSION
This study demonstrates an enhanced visualization of the choroido-scleral interface using SS-OCT when compared with non-EDI and EDI SD-OCT. While EDI SD-OCT improves visualization of the choroido-scleral interface somewhat (by 5%) (Figures 1 and 2) , it appears that the prototype long-wavelength SS-OCT system with higher acquisition speed and deeper tissue penetration results in a signifi cantly better identifi cation of the choroido-scleral interface in healthy eyes.
It may be argued that the enhanced visualization of the choroido-scleral interface with the SS-OCT prototype in the present study is only due to the increased image averaging that is possible with the higher scanning speed of the SS-OCT system within the same image acquisition time when compared with the Cirrus SD-OCT system. Considering this possibility, all images obtained on the SS-OCT system were reprocessed to average 20 frames (B-scans) instead of 75 frames (B-scans) and reassessed for visualization of the choroido-scleral interface. The choroido-scleral interface was visualized in all eyes (19 of 19, 100%) examined using an averaging of 20 frames (B-scans), a result identical to that obtained by averaging 75 frames on SS-OCT (Figure 2) . Recent studies suggest good reproducibility and agreement with regard to visualizing the choroido-scleral interface and measurement of choroidal thickness in healthy eyes among the different commercially available SD-OCT systems using comparable wavelengths (800 nm to 870 nm) that average from 16 to a 100 frames (B-scans) with or without EDI. 4, 10 This suggests that after reaching a certain threshold, image averaging and EDI may have a limited benefi t in further enhancing the visualization of the choroidoscleral interface and that higher acquisition speed and deeper penetration of the long-wavelength SS-OCT may allow for a much improved visualization of the choroido-scleral interface for choroidal analysis. Studies that look at the minimum number of averaged frames necessary for adequate visualization of the choroido-scleral interface are warranted.
In conclusion, this study shows an enhanced visualization of the choroido-scleral interface in healthy eyes using a prototype long-wavelength, high-speed SS-OCT system. Future studies in healthy and diseased eyes involving quantitative analysis of the choroid using SS-OCT are expected to help recognize the clinical utility of SS-OCT in various chorioretinal diseases. 
